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Thi s  report  describes  our  progress  In  establishing  and  validating  an 
immunoassay  for  lipopolysaccharides.  The  report  also  describes  steps  taken 
to  begin  to  characterize  the  antigenic  site  of  LPS  which  is  involved  in  the 
assay. 

1.  Assay  Development. 

1.1.  The  assay  utilizes  three  sequential  steps.  In  step  1  polystyrene 

tubes  are  coated  with  Re595-LPS,  washed  with  bovine  serum  aibumin  (BSA) 

solution,  and  dried.  In  step  2  the  sample  to  be  assayed  \ ^  mixed  with 
125 

I— label  led  immunopurif ied  anti-(Re595-LPS)  IgG  and  allowed  to  form 

soluble  antigen-antibody  complexes.  The  mixture  is  transferred  to  an  LPS 

125 

coated  tube,  the  uncomplexed  *1—1 gG  binds  to  the  tube,  and  the  soluble 

LPS-antibody  complexes  are  washed  away.  Finally  in  step  3  the  LPS  coated 

125  125 

tubes  with  I— I gG  bound  to  them  are  counted  to  determine  the  I 

content  and  thus  the  amount  of  bound  IgG.  These  data  are  then  used  to 

prepare  a  standard  curve  or  to  calculate  the  concentration  of  LPS  in  a 

sample.  An  example  of  an  Re595-LPS  standard  curve  is  shown  in  Figure  1. 

For  assay  development  and  characterization  of  assay  response  to  LPS,  the 

most  useful  quantitative  result  is  the  "0-50",  defined  as  the  dose  of  LPS  or 

other  substance  required  to  inhibit  50  percent  of  the  maximal  binding  of 

anti-(Re595-LPS)  IgG.  The  0-50  value  is  obtained  from  a  computerized, 

weighted,  least  squares  fit  of  all  the  data  to  a  set  of  equations  found 

empirically  to  describe  the  chemistry  of  the  assay.  The  mathematical 

analysis  was  developed  by  Dr.  0.  Rodbard,  National  Institutes  of  Health. 

The  program  was  adapted  by  us  for  use  with  our  IBM  computer. 

1.2.  Assay  Characterization. 

Using  purified  Re595-LPS,  the  D-50  obtained  Is  typically  5 

nanograms.  Since  the  sample  size  is  50  microliters,  a  concentration  of  100 
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nanoqrams/ml  or  greater  of  Re595-LPS  is  readily  detected  by  the  assay.  In 
serum  samples  it  is  likely  that  LPS  is  present  as  a  complex  with  high 
density  lipoprotein  (HD!.)  as  shown  by  our  studies  as  well  3S  the  studies  of 
others.  To  determine  whether  the  binding  of  LPS  to  HDL  would  alter  the 
assay  response,  complexes  of  Re595  LPS  and  HDL  were  prepared  and  assayed. 

For  complexes  prepared  in  normal  serum  the  D-50  was  4.6  ±  1.3  ng  Re595-LPS, 
while  with  complexes  prepared  with  HDL  in  acute  phase  serum,  the  D-50  was 
2.8  *  1.1  ng.  Thus  complexation  of  the  LPS  with  lipoprotein  did  not  alter 
the  assay  response.  Undiluted  serum  is  mildly  inhibitory  in  the  assay,  but 
a  one-fifth  dilution  of  serum,  normal  or  acute  phase,  is  not.  Other 
controls,  such  as  increased  lipoprotein  concentration  and  increa  ed 
non-specific  IgG  concentration  have  not  shown  interference  with  the  assay. 

The  D-50  values  for  a  variety  of  LPS  other  than  Re595-LPS  have  also  been 
obtained  and  are  presented  in  Table  I.  These  data  are  preliminary  in  the 
sense  that  the  effects  of  varying  methods  of  sample  preparation,  the  effects 
of  HDL  complexation,  or  the  effects  of  other  serum  constituents  have  not 
been  investigated  with  these  different  LPS  sources.  From  the  D-50  values 
for  the  heterologous  LPS,  the  assay  is  less  sensitive  than  for  Re595-LPS 
although  they  are  all  detected.  However  because  this  assay  system  does 
detect  a  variety  of  LPS  preparations  we  are  encouraged  that  the  strategy  we 
are  pursuing  is  correct. 


2.  Immunoreactive  fragments  of  Re595-LPS. 


One  of  the  goals  of  the  past  year  has  been  to  characterize  the  nature 
of  the  determinants  in  LPS  which  react  with  the  immunopurif ied 
anti-(Re595-LPS)  antibody.  To  do  this  we  have  utilized  a  series  of 
chemical  modifications  of  the  Re595-tPS  which  are  known  ~nduce 
specific  chemical  alterations.  These  studies  have  the  poU'v.  il  of 
yielding  a  non-toxic  immunoreactive  fragment  of  Re595-LPS  which  would  be 
useful  as  an  immunogen  for  poly-  and  monoclonal  antibody  generation,  and 
for  anti-LPS  vaccine  development. 

We  have  subjected  Re595-LPS  to  acid  and  alkaline  hydrolysis  and 
studied  the  LPS  fragments  generated  for  immunoreact ivity  using  the  assay 
previously  described.  Hydrolysis  in  alkali  had  no  effect  on  the  D-50  of 
Re595-LPS.  Alkaline  hydrolysis  is  expected  to  hydrolyze  fatty  acid  esters 
present  in  the  lipid  A  region  of  LPS  but  to  leave  the  amide  linked  fatty 
acids  of  the  lipid  A  as  well  a  the  lipid  A-core  linkage  intact.  These 
results  suggest  that  the  antigenic  site  of  Re595-LPS  does  not  include  the 
ester  linked  fatty  acids  of  lipid  A. 

Acid  hydrolysis  of  Re595-LPS  did  decrease  but  not  eliminate  its  D-50. 
Acid  hydrolysis  is  expected  to  cleave  lipid  A  from  the  core 
oligosaccharide  and  perhaps  to  cleave  the  core  region  as  well.  Lipid  A 
was  isolated  from  the  acid  hydrolysed  Re595-LPS  and  was  found  to  be 
unreactive  in  the  assay.  The  remaining  core  fragments  were  approximately 
1  percent  as  reactive  as  the  parent  LPS  and  these  immunoreactive  fragments 
were  at  least  partially  dialyzable.  Notably,  the  major  sugar  of  the  cote, 
2-keto-3-deoxy-octulosonate  (KDO),  was  totally  unreactive  in  the  assay. 
These  results  suggest  that  the  antigenic  site  of  Re595-lPS  is  some 
fragment  of  the  core  oligosaccharide,  is  not  free  KOO  and  that  acid 
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hydro lysis  of  Rc595-lPS  may  be  a  useful  first  step  in  generating  Re595-LP$ 

fragments  for  further  purification  and  characterization. 
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n  M  table  t 

0-50  VALUES  FOR  VARIOUS  LPS  TYPFC 


Orqanism 

0-50  fno) 

Salmonella  minnesota  Re5q«; 

5.9 

6.4 

2.0 

Ave:  4.7  ±  2.4 

Escherichia  cnii  nm-a* 

44.8 

14.8 
23.0 

Ave:  27.5  ±  15 

Escherichia  col i 

80 

28.7 

34.5 

Ave:  47.7  *  28 

Salmonella  minnesota  97nn 

136 

190 

100 

Ave:  142  ±  45 

Klebsiella  pneumoniae 

239 

98 

131 

/ 

Ave:  156  ±  73 

Pseudomonas  aeruqinosa 

147 

340 

Ave:  243  ±  136 

NANOGRAMS  IgG  BOUND 


FIGURE  l:  STANDARD  CURVE  FOR  Be59S  LPS 
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